
ESSOM CO., LTD. 510/1 Soi Taksin 22/1  Taksin Rd. Bukkalo Thonburi Bangkok 10600 Thailand 
              Tel. +66 2476 0034 Fax. +66 2476 1500 E-mail : essom@essom.com,   http://www.essom.com   
 

DETERMINATION OF FLOW RATE BY A VENTURI NOZZLE 
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α , ∈    is a function of β  and  pdr  pressure ratio of flow measuring device and can be found from graph as 
below: 
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  Where: pΔ   = Manometer pressure difference.   
             up   = Upstream pressure.  (= Room pressure)   

            β    =
D
d  

            D    =   ∞  (Free entry) 
            β    =   0 
 

 


